kﬁﬁ MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
x ,"' STATE PUBLIC HEALTH LABORATORY .
\‘-"s,

~‘* <) BREATH ALCOHOL PROGRAM

\

By Carol Day at 1:03 pm, Nov 03, 2013

RECEIVED
DATAMASTER MAINTENANCE REPORT 3 JoRT 16
Complete this report at the lime of the regular monthly preventive maintenance chack (not lo exceed 35 days).

Complete this roport whenaver the instrument is serviced or repaired and whenever It is placed into service.
Relaln the original and send a copy within 15 days to the Brealh Alcohol Program, DHES.

T R
Rl

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION -
204135 Missouri State Highway Patrol 110272013

LOCATION OF tNSTRUMENT (STREET AND CITY} 1IME OF (NSPECTION

PIKE COUNTY SHERIFF'S DEPT., BOWLING GREEN, MO, 63334 6:580 am

CHECKLIST: Place a mark in the box by each item i found (o be satisfactory or if epefaling;iilhin established limits. (Write in observed values
where delermined.) Unmarked items must be corrected before using instrument.

DIAGNOSTIC GHECK (PRINTOUT ATTAGHED) DATE AND TIME (rom printouyy 11/02/2013@
COMPUTER DETECTOR
PROGRAM g M FiteRs
HEATERS SAMPLE CHAMBER 50 QUAHTiZ sonm0
FLOW DETECTOR CALIBR?ATION
/] PUMP HIGH SPEED ¥ PRINTEEH

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER RepCo Marketing Inc. LoT # 12002 EXP. DATE 08/29/2014
SIMULATOR TEMP (34°C + 0.2°C) 34.0_ °C SIMULATOR 8N G6768 EXP. DATE 02”412014*”_“ )

GALIBRATION CHECK —~ {ONLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)

Hun three lests using a standard solutlon. All three lests must be within £5% of the slandard value and must have a spread of .005 or
tess. Mark the box corresponding to the slandard sofution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.1056% INCIUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCI.USIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1 = 400 TEST2 @ 401 TEST3 & 402

m PERFORM R.F.1, TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS) . o B

REFUSALS 2 {(0-.04) . 0 |(.05-.09} 1 {.10-14) -0 (.15-.18} 1 lOVEH.}Q 0

LIST ANY NEW PARTS AND DESCRIBE ARY ALTERATION OR MODIFICATIGN THAT WAS MADE TO RESTORE THE INS'II'IUMEEQ'F TO OPERATE SATISFACTORILY AHD WITHH ESTABLISHED LIMITS
{JSE OTHER SIDE IF HECESSARY). :

— . o T TORINT FULL NARE T

) p@ Do S 4 TROOPER P. C. LONG

TYPE #f PERMIT NUMBEREXPIART /;(mﬁs (/ ) TELERLIGNE HUMBER
220040/ 02-09-2014 {636) 300-2800

AETURN COMPLETED REPORT TO THE: Breath Alcohot Progeam, MO Department of Heallh and Senior ‘Semces, Soulheast District Oiilce
2875 James Blvd,
Poplar Bluff, MO 63901

L. -
O 580-1468 {2-09) At EQUAL QPPORIUNITFAFFHIMATIVE ACTICN ENMPLOYER
serEes prosh iz e pondsdrmanny hasy

LALL116



3101188 STONYBRUOK LDRIVE
RALEIGH, LG 27604
11 HRLG

RrrCo MARKETING TNC

WMANLHEACTURER AND SUPPLIER: RepCo Marksting, Ine,

LAFE MUMBER: %24;‘{&
FOPIRATHOIN DA VE: Awnpuest 29, 2814 at 1159 pan

Fepio Marketing, Inc certifivs the following:

lepCo Marketng, Inc. manuiaciured, tested and supplied Lot MNumber
12962 of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory otilizing a gas chromatograph
and found to contain 1208 mimsdAdl H/-.003 gms/dl widvol ethanol (95%
Conhdence),

The alcohol and distifled water used in the solution were found 1o be free of
sny tnterferring substance,

This selution will produce a vapor alcohol value of 180 +/-3% gms/2 101
HBreath when heated (o 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator
(25%, Confidence).

The date of manufacture for this fot mmwber 18 Aupust 30, 2012

FRr—

The expiration date for this lot number is August 24, 2014 __at

F1:59 pan.

This document i& a true rerresentation of the original Certificate of Analysis.

i

_.lm.___uL.L ’i::]_,.., ME{“J‘ Lnis /}/-{f/\
Cecil B. Garner, President
Reptlo Marketing, Inc.
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~ State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE |i

PAUL C LONG

is hereby authorized 1o instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
alr. Issued under the provisions of sections 577.020 through 577.041, gﬁﬁo 1986.

e

02/09/2012 A wgﬁi’;.m

Dlrscior of Stato Public Haalth Laboratory

fmper 220040
oires 02/09/2014

1O 660-0771 {7-88)

/%y.wf’/’f @.;w(,éxj,

Director, Dapartmant of Heallly
Lab, 4 (RT-88)



